Abstract -Recent developments in the fabrication and simulation of prototype silicon-on-insulator (SOl) microdosimeter arrays are presented. A new planar array design has been proposed which has a number of advantages over previous elongated parallelepiped and cylindrical mesa array designs. This novel planar array design, which incorporates a guard ring is based upon 2500 planar cylindrically-shaped p-i-n detectors and was fabricated via dopant diffusion and ion implantation. The dopant-diffused arrays were successfully fabricated and tested using both 2 pm and 10 pm thick silicon-on-insulator substrates. TCAD modelling of the ion-implanted structure is presented which includes the electrostatic potential profile and the electric field distribution profile, showing possible avalanche signal multiplication around the n+ core of the microdosimeter. The alpha particle charge transient response was simulated to determine the charge collection at the sensitive region.
I. INTRODUCTION
I n microdosimetry, the dose equivalent and relative biological effectiveness (RBE) of therapeutic and mixed radiation fields can be accurately estimated. In principle, RBE can be assumed to be dependent upon the spectra of lineal energy, f(y), events measured on the micrometer scale. The dose equivalent can be calculated by multiplying the absorbed dose with the radiation quality factor [l ,2] . The experimental measurements of the spectrum f (y) require a radiation detector with a well-defined sensitive volume, a known mean chord length, equivalent to the size of a biological cell. Gas proportional counters can be used for this purpose by varying the counting gas density to obtain the equivalent density volume (pV) value of a cell. Such detectors have an advantage of excellent tissue equivalency of the gas. However, this approach causes detrimental effects introduced by event pile up in the large physical volume as well as wall effects. In 1980s, solid-state microdosimeters were presented but the lack of tissue equivalency of the detection medium and large size of the silicon detector lead to different chord length distribution compared to the tissue equivalent proportional counter [3] . The regulations for silicon microdosimeter designs are highlighted in [4] .
In more recent research, the Centre for Medical Radiation Physics (CMRP), University of Wollongong, Australia has developed a planar 2D diode array of elongated rectangular parallelepiped that utilized silicon-on-insulator (SOl) technology. These devices have been successfully tested for applications in radiotherapy [5, 6] , radiation protection [7] and deep space environments [8] . It was reported that this array design has a poorly defined charge collection volume that can be taken into account by introduction of charge collection efficiency (CCE) coefficient [4] [5] [6] .
The current state of research has demonstrated the proof-ofprinciple operation of a prototype microdosimeter array based upon a silicon-on-insulator substrate in which a novel 3D cylindrically-shaped p-i-n detector provides a well-defined sensitive volume (SV) and electric field profile with 100% charge collection efficiency [9] . However, there is a significant amount of low energy charge collection was observed across the outer mesa structure [10] .
To overcome this problematic mesa structure, a new design of different microdosimeter arrays versions has been proposed.
II. DESIGN & FABRICATION
The new design consists of different versions of cylindrical SV microdosimeter arrays, in which a guard ring (GR) is used to prevent charge collection outside the sensitive regions. There are two different approaches to designing the GRs: (i) a simple ring (or defined guard ring) around the outer collector; and (ii) a guard electrode covering all areas (or guard ring everywhere) that are not part of the SV as illustrated in Fig. 1  (a) and Fig. 1 (b) respectively. The new arrays comprised of 2500 individual p-i-n detectors maximize the total SV to provide a significant increase in the signal-to-noise over previous designs. The array of detectors has the capability to observe delta electrons of high energy heavy ions by connecting the detectors in odd-even arrangement as depicted in Fig. 2 . Such design permits dual-channel read out to identify further ionization in the surrounding sensitive regions to obtain information about spatial distribution of energy cluster. From here, high energy charged particles, typical for space environment, of the same linear energy transfer (LET) can be detected based on their differing track structure. These designs use 2 J..lm and 10 J..lm thick silicon-on-insulator (SOl) substrates (a) (b) fabrication experiments, high quality SOl wafers of more than 10 kO cm resistivity were used. Two types of SOl wafers For versions 1 -4, the sensitive region widths for each p-i-n detectors is in the region of 2 flm which gives the cylindrical sensitive surface area of about 50 flm 2 and the total area for2500 p-i-n detectors is 125,000 flm 2 • As for versions 5 -8, the sensitive width is estimated to be 6 flm, the single detector sensitive surface area is 169 flm 2 and the total area is 422,500
Versions 1 -4 cylindrical microdosimeter arrays were successfully fabricated at the Semiconductor Nanofabrication Facility (SNF), University of New South Wales, Australia using the standard micro-fabrication processes. In the Using 300 nm thermal oxide thickness as the mask, phosphorus dopants were diffused into the superficial silicon at the temperature of 1000°C for 60 minutes and boron dopants were deposited at the temperature of 1100°C for 60 minutes. The projected and lateral diffusion for both dopants are about 2 flm. The array is passivated with 100 nm silicon dioxide followed by the evaporation of 200 nm aluminum as the electrodes for n+ core, p+ region, and n+ GR contacts. The final fabrication step is the annealing process. It was done in the forming gas, mixture of 95% N 2 and 5% H 2 , at the temperature of 400°C for 15 minutes to significantly reduce the trap charge densities between the superficial silicon and the silicon dioxide interface.
Prior to any test and Ion Beam Induced Charge Collection (IBIC) measurements, the different versions of microdosimeter
III. TCAD MODELLING
The critical conceptual design to meet the demand of the medical microdosimetry as well as the single event upset (SED) studies falls heavily on the diode structure sizes [II] . In recent research, ion implantation has been the preferred fabrication method in designing smaller structures and it is important for the microdosimeter to achieve the lIr electric field distribution in the SV. The design schematic can be illustrated in Fig. 4 and the cylindrical microdosimeter arrays versions 5 -8 were proposed to be ion-implanted. Proof of concept of these structures can be made by performing 3D numerical device simulations using the DESSIS code in TCAD software. The objective of the simulations was to investigate the electrical profiles and the characteristics of the charge collection efficiency.
The simulation setup includes the drift-diffusion model that solves the transient semiconductor equations comprising the Poisson equation and the electron hole continuity equations to obtain the charge transient response of the microdosimeter array model. In the physics section, dominant Shockley-ReadHall (SRH) recombination and Auger recombination models were integrated in the DESSIS file [12] . These models were used to absorb the differences in momentum between the carriers at the impurity state in superficial silicon and excite third carrier to a higher energy level without moving to another energy band at unstable high-energy state respectively. In the SED study, accidental state of the device caused by low energy ions can be observed by using heavy ion model [12] . In this case, alpha particles model is used. The alpha particle generation rate is important for predictive modelling of SED phenomena as the alpha particle generation rate can rapidly change especially in space leading to large errors in coarse mesh. Fig. 5 depicts the actual modelled dimension of the microdosimeter version 7 incorporating ion-implanted n+ and p+ regions. This model includes the 2D aluminum electrodes and 100 nm thick 3D silicon dioxide overlayers where the electrical contacts were located on top of the diffused central n+, diffused p+ and diffused n+ DGR regions. The sensitive width is about 6 flm giving a higher total sensitive area and better detection sensitivity. The effect of the electrostatic potential on the electric field profile was observed by sweeping the reverse bias voltage from 10 V to 50 V at room temperature as shown in Fig. 6 . The radial electric field is in the range of 10 5 Vfcm at the core of the microdosimeter and decreases exponentially outward showing a IIr electric field distribution. This simulation result confirms that the avalanche amplification will occur at the reverse bias voltage of 40 V which shows the electric field peaks at the avalanche threshold of 2.5 x 10 5 Vfcm around core of n+ [13] . As for the SED study, a heavy ion model is implemented where 3 MeV alpha particles is accelerated towards the sensitive region of the microdosimeter as illustrated in Fig. 7 and the charge transient simulation was performed. The response of the model shows that the charge is fully collected at about I ns when the reverse bias voltage is set to 10 V. .iOx .0' • 06'
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,-~. __.~H owever, it is very difficult to control the voltage applied to the n+ guard ring as the metallization of the AI electrode connecting the diodes in series is imperfect. Not all the n+ guard ring of each diode is connected with the Al electrode. In this case, a protective film is required to prevent further damage to the metallization of the electrodes after the final fabrication step. Intermediate Coating ICI-200 spin-on-glass has been proposed as the passivation layer and preliminary test was done. It is a high transparency polysiloxane-based spin-on dielectric material with highly uniform thin film thickness of about 170 nm which can also act as the tissue converter.
As for the ion-implanted TCAD model, the simulation results are promising when compared to the dopant-diffused model due to its much smaller n+ core size. This only requires reverse bias voltage of about 40 V to produce avalanche multiplication phenomena in the SV rather than 500 V [9] . The electric field can be increased further by introducing a lightly doped boron (p-) diffusion layer around the core of n+ acting as the p+, i, p-, and n+ avalanche diode as it modifies the band structure to allow higher electron-hole pairs generation and regeneration around core of n+ region. Besides that, the total sensitive area is important in determining the signal-to-noise of the microdosimeter array. The larger the total sensitive area, the better efficiency of the microdosimeter and about I x I cm 2 sized array is suitable for most applications in space and terrestrial radiation protection.
V. CONCLUSION Different versions of the well defined SV cylindrical SOl microdosimeter arrays have been presented and they can potentially overcome the shortcomings of previous microdosimeter array designs. Microdosimeter array versions I -4 were successfully fabricated and the preliminary results shows low reverse bias leakage current. ISE TCAD modelling results have shown that avalanche signal amplification is possible in the SV of ion-implanted microdosimeter.
IV. RESULTS & DISCUSSION
In the 2 nd generation microdosimeter mesa array design, there are concerns over the high reverse bias leakage current in the SV caused by the parasitic charge surrounding the SV. The parasitic charge occurrence is mainly generated from the remaining thin silicon crumb in between the mesa diodes which are not fully etched. The solution to this problem is by incorporating the guard ring around each of the SV in the new microdosimeter planar array design. This method attracts the parasitic charge to the diffused n+ guard ring region when reverse bias voltage is applied to the guard ring electrode. As the preliminary test, version I was chosen; the reverse bias leakage current for 250 diodes when the guard ring is left floating is about 200 pA at room temperature and dark environment as depicted in Fig. 8 . Even when the guard ring is left floating, the preliminary IBIC result shown in Fig. 9 has demonstrated near 100% charge collection in the SV measured with 3 MeV He 
